**THE NEW 118 MHz NORMAL CONDUCTING RF CAVITY FOR SIAM PHOTON SOURCE AT SLRI**

N. Juntong and S. Krainara
Synchrotron Light Research Institute, Nakhon Ratchasima, Thailand

**Abstract**

The Siam Photon Source (SPS) is the 1.2 GeV second generation light source in Thailand. It is managed by the Synchrotron Light Research Institute (SLRI). The institute is located inside the campus of Suranaree University of Technology (SUT), which is approximately 20 km from the city of Nakhon Ratchasima (or normally called Korat). Korat is 250 km north-east of Bangkok. Two insertion devices (IDs) have been installed in the SPS storage ring during June to August 2013. These IDs require additional electrical field energy from RF cavity to compensate electron energy loss in the storage ring. The existing RF cavity has been pushed to its maximum capability and the new RF cavity is in the procurement process. The design and study of the new RF cavity will be presented. Electromagnetic fields of the cavity are studied together with the effects to electron beam instabilities.

**INTRODUCTION**

The SPS is an electron accelerator complex consisting of a 40 MeV linear accelerator (LINAC), a 1 GeV booster synchrotron (SYN) and a 1.2 GeV electron storage ring (STR). The 40 MeV electrons from LINAC are transported by the low energy beam transport line (LBT) to the SYN and accelerated to 1 GeV. The 1 GeV electrons are transported by the high energy beam transport line (HBT) to the STR and further accelerated to 1.2 GeV. The accelerator complex is illustrated in Fig. 1 and the STR specifications are listed in Table 1.

Since the energy of the SYN is only 1.0 GeV, the energy of the beam needs to be ramped up to 1.2 GeV in the STR at each injection. The development activities to upgrade the SPS booster energy to 1.2 GeV are currently ongoing.

Previously, there is only the U60 permanent magnet planar undulator installed in the ring. The existing 118 MHz RF cavity is capable of compensating the electron beam energy loss. During June to August 2013 two IDs, a 2.4 Tesla permanent magnet wiggler (PMW) and a 6.5 Tesla superconducting magnet wavelength shifter (WLS), were installed in the ring to produce higher energy x-rays for SLRI users [1, 2]. These IDs require additional energy from RF cavity, which has been pushed to its maximum capability. The new RF cavity is a necessity.

This paper is organised such that the cavity design is described in the next section. The following section presents the electromagnetic properties of the cavities and the effect to the beam stability. Thereafter the up to date status of the new system is reported. Some concluding remarks are presented in the final section.

**CAVITY DESIGN**

**Present Cavity**

The present RF cavity is a normal conducting cylindrical shape. It has a large nose cones, which are separated by a small gap of 23 mm, and has the non-cylindrical shape of beam duct. The maximum gap voltage it can handle is 125 kV. This is limited by the...
copper loss of cavity surface. It has been trained to safely operate at 5 kW of copper loss. The physical cavity and the one half of the cylindrical symmetric profile are illustrated in Fig. 2.

![Figure 2: Present RF cavity of the storage ring.](image)

**New Cavity**

The new RF cavity was designed based on the MAX-IV RF cavity [3]. The MAX-IV RF cavity is of normal conducting, entire copper, capacity loaded type. It has the resonant frequency of 100 MHz. This frequency is closed to 118 MHz of the SPS RF system. The decision was made based on the limited budget for the new system and the MAX-IV RF cavity prototype has been qualified for the production. The slightly change in dimensions do not need to build another prototype for testing. This helps saving time and budget.

![Figure 3: Superfish geometry of the new cavity.](image)

The cavity is design according to MAX-IV 100 MHz storage ring RF cavity. The resonant frequency will be changed to 118 MHz according to the modification of cavity dimensions, which can be changed only a few dimensions. The cavity length and the inner rod diameter is kept the same dimensions as for the MAX-IV cavity. The 118 MHz resonant frequency can be reached by changing the capacity plate size. The cavity will have an acceleration gap of 5 cm, and dimensions of the inner profile, modelled in Superfish [4], described in Fig. 3. The cavity should withstand more than 30 kW of Cu losses, giving a peak acceleration voltage of 300 kV. The fundamental properties of the new cavity is listed together with the present cavity [5, 6] in Table 2.

**BEAM INSTABILITY**

The electromagnetic fields properties of the new RF cavity were studied using a computer program COMSOL [7] on a high computing Sida cluster of PSU grid centre [8]. The higher order modes (HOM) excited in this cavity are obtained and theirs R/Q property is calculated.

The excitation of multibunch instabilities from the RF cavity in a storage ring can be studied from a cavity impedance spectrum of all HOMs. It is represented by the threshold impedance, $Z^{th}$, which can be obtained from

$$Z^{th}_e = \frac{1}{N_c} \frac{1}{f_{L,HOM}} \frac{2E_0Q_s}{I_0 \alpha \tau_x},$$

$$Z^{th}_{x,y} = \frac{1}{N_c} \frac{2E_0}{f_{rev} I_b \beta_{x,y} \tau_{x,y}}$$

for the longitudinal and transverse case, respectively [9]. Where $N_c$ is the number of cavities, $E_0$ is the beam energy, $I_0$ is an average beam current, $Q_s$ is the synchrotron tune, $\alpha$ is the momentum compaction, $f_{L,HOM}$ is the longitudinal HOM frequency, $f_{rev}$ is the revolution frequency, $\tau_{x,y}$ is the damping times, and $\beta_{x,y}$ is the beta function at the cavity. The threshold impedances of the SPS storage ring have been calculated and plotted together with the HOM impedances of the new and present cavity in Fig. 4 and Fig. 5 for the longitudinal and transverse case, respectively. The threshold impedances are calculated at 150 mA electron beam of 1.2 GeV energy.

![Figure 4: The longitudinal impedance spectra of the present (black) and new (red) cavity and the impedance thresholds (dotted line).](image)
Figure 5: The transverse impedance spectra of the present (black) and new (red) cavity and the impedance thresholds (dotted line).

The highest longitudinal HOM spectra in Fig. 4 is definitely the fundamental mode for accelerating the beam, which is 118 MHz. From these spectra, The SPS storage ring can be operated without being affected by longitudinal multibunch oscillations. In contrast to the longitudinal case, the transverse multibunch instabilities may still affect the operation of the storage ring. The limiting mode is the first dipole frequency of the new cavity, which can be suppressed by using a proper designed HOM coupler. This coupler is being designed by MAX-lab [3].

THE STATUS UPDATE

The new RF system has been sectioned into three main parts; RF cavity, high power RF amplifier, and low level RF system. The new cavity design is finalised and the fabrication contract will be signed within June 2014 with a company that build the MAX-IV cavity. The delivery is expected to be one and half year after the manufacturing drawing is approved.

The maximum output of the high power RF amplifier required for this upgrade is 80 kW. This is calculated from an electron beam of 150 mA at 1.2 GeV. The energy loss per turn from a synchrotron radiation is foreseen to be 100 keV/turn according to all IDs that will be installed in the ring. The 15 kW of power will transfer to electron beam and the remaining power will be dissipated at the cavity in order to maintain the accelerating gap voltage of 300 kV, which is sufficient to compensate the energy loss 100 keV/turn of 150 mA electron beam at 1.2 GeV energy. The cavity needs a proper designed HOM coupler to suppress the transverse multibunch instabilities. This coupler is in the design process.

The new RF system will be ready for operating within two year, mid of 2016. The new cavity will be operated as the main RF system for the SPS storage ring, while the existing RF system will remain in the ring as the backup system. In the next phase, these two system will run in synchronize for giving a higher RF energy acceptance of the ring and a higher beam lifetime.

CONCLUDING REMARKS

It has been shown that the new RF cavity is a necessity for the SPS in order to provide a hard x-rays for users. The new cavity was designed based on the MAX-IV RF cavity. This cavity will provide maximum accelerating gap voltage of 300 kV, which is sufficient to compensate beam energy loss 100 keV/turn of 150 mA electron beam at 1.2 GeV energy. The cavity needs a proper designed HOM coupler to suppress the transverse multibunch instabilities. This coupler is in the design process.

ACKNOWLEDGMENT

We would like to thank Åke Andersson and Lars Malmgren from MAX-lab RF group for information concerning the MAX-IV RF cavity.

REFERENCES

[8] PSU Grid Centre Thailand; website: http://www.psu-grid.psu.ac.th/