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Figure 1. The MPRI facility showing the IUCF Cyclotrons, Trunk and ES lines, Treatment Rooms and Clinic.
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Partition System Functions
• Beam line control

– Mimic cyclotron controls
• Dose measurement

– Realtime measurements and response
• Patient positioning

– X-Ray adjustment
• User interface

– Medical data access, interpretation, 
distribution
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• Decide on distributed system
– Allows use of different operating systems, 

platforms.
– Allows separate development rates.
– Requires well defined set of interfaces.



Major Systems (Software)
BDS – Set and monitor all beam line devices

Vsystem, C, OpenVMS

DDS – Monitor dose delivery
C, QNX

PPS – Set patient position
Robot DLL, C#(.Net), Windows

TRCS – Coordinate treatment process
C++, (Why not) Linux (?)

Minor Systems (No Software)
MIRS - Radiation Safety
KES – Kicker Enable
ESS – Emergency Stop



Network Communication
• TCP/IP + Ethernet
• XML-based message protocol

– System independent
– Schema checking
– Existing software packages

• Receiver required to check ranges of all 
input parameters.



Messaging Details
• No message echo.
• Messages are entirely ASCII text.
• Expect immediate reply within a timeout 

(empirically determined).
• Define (delayed) replies to commands that 

initiate “long” processes.
• Allow asynchronous (error) messages.



Testing
• Code review
• Unit testing
• Integration testing
• Formal Software Test
• Formal System Test

In all cases
– Happy path, Sad path
– Isolation = emulation, NePTUNE
– Time is ALWAYS underestimated
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